[Nickelid titanium implants biocompatibility evaluation in animal experiment].
In experiment on 15 rabbits it was shown that the highest biocompatibility in living organism was demonstrated by implants with modified by molybdenum-ions surface. The least corrosion stable there were the implants from alloy VT-8. Surface modification by silver-ions exerted depressive action upon red bone marrow producing its fatty degeneration.